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We benchmark here a Monte Carlo model simulating an inelastic neutron scattering (INS) system for
quantitative analysis of carbon in soil. Specifically, we compare the simulations with experimental results
of copper foils activations, INS system calibration, INS system optimization of the height above the
ground and comparing pulse height distributions due to *’Cs and °Co sources. Most of the simulations
and the measurements agree better than 10%, although some of them registered discrepancies larger

© 2013 Elsevier B.V. All rights reserved.

1. Introduction

The centrality of soil carbon: in global carbon cycle, in soil
quality management practices, in land restoration, in monitoring
terrestrial sequestration, and in precision agriculture are only but a
few examples implicating soil carbon in extensive research world-
wide. The need for assessing carbon inventories in soil on large
spatial and temporal scales with reduced uncertainties stimulated
novel implementations of three independent, well-established
analytical techniques for soil analysis. These are near-infrared
spectroscopy (NIR) [1,2], laser-induced breakdown spectroscopy
(LIBS) [3], and inelastic neutron scattering (INS) [4]. These three
techniques respectively entail spectroscopy on the molecular-,
atomic-, and nuclear-levels. The INS method can be simulated using
Monte Carlo (MC) codes for gamma-neutron transport calculations.
These codes enable complex system simulations which otherwise
would be time consuming, costly, and occasionally impossible to
perform. These simulations can be performed with an arbitrary
degree of detail provided that all the basic data and complete
system description are available. One of these codes that has been
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widely used for radiation transport in soil is the Monte Carlo N-
Particle (MCNP) transport code, developed at Los Alamos National
Laboratory [5,6]. For example, MCNP has been used for evaluating
soil activation, radiation shielding in soil, in the well logging
industry, and for design of complex gauges based on nuclear
techniques. One such technique, which gained widespread use, is
in situ, non-destructive, multi-elemental analysis of bulk geological
samples using neutrons [7,8]. In this work we benchmark a MC
model of the INS technique by comparing MCNP simulations with
experimental results using: (1) Cu foil activations, (2) INS system
calibration, (3) INS system positioning above the ground and
(4) measured gamma-ray pulse height distribution.

2. Methods
2.1. INS system

Inelastic neutron scattering is a fairly new method for in field soil
carbon analysis that is non-destructive, multi-elemental, and
uniquely probes large volumes, greater than 0.3 m>. The method
can be used in static and scanning modes of operation [9]. The
method is based on nuclear reactions of fast, 14 MeV, neutrons
undergoing INS and thermal neutron capture interactions with
carbon and other soil elements' nuclei. These processes stimulate
emissions of 2.22 (thermal neutron capture), 4.43 (INS), and 6.13
(INS) MeV gamma-rays in hydrogen, carbon and oxygen, respectively.
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Fig. 1. An alpha prototype of the INS system.

The fast neutrons are produced by a (d,t) neutron generator (NG) and
the induced gamma-rays are detected by an array of three Nal
detectors separated by shielding from the NG. The entire system is
placed on a cart about 30 cm above the ground. An alpha prototype
of an INS system in Fig. 1 shows the main components of the system
that were simulated in subsequent studies. Several field studies
demonstrated the utility of the system [4,10].

2.2. MCNP model

Two major components constitute complete INS simulation;
(1) the INS system with its components and geometry and (2) the
soil in which fast neutrons induce the gamma-rays that interact
with the detection system. The complexity of the soil three phase
components that may change in their composition and distribu-
tions are well established [9]. The measured carbon signal depends
on the transport conditions of neutrons and gamma rays in the soil
matrix, which are affected by the soil moisture and bulk density.
While variations in the bulk density affect both the neutron and
the gamma ray attenuation, the moisture affects mainly, but not
only, the transport of neutrons due to elastic scattering with
hydrogen nuclei. Changes in the transport properties of the soil
influence the sampling depths thus affecting the calibration and
response function of the INS system.

The response function, R in Eq. (1), for the INS system accounts
for the transport of gamma-rays and neutrons in soil and cannot
be solved analytically and its complexity makes any numerical
solution very cumbersome and highly inefficient.

JEr pu(X, ¥, 2, En)o(E)Ce(X, Y, 2)pp(%, ¥, 2)QAX, Y, 2)At(x, y, 2)dEdxdydz

T 0o e} 0o
R oc / dt/ / / // /Det(E,,x’,y’,z’)dx’dy’dz’ 1)
Jo —o00J —ocoJh V.

where T is the time domain, E is the neutron energy from incident
energy of 14 MeV down to carbon inelastic scatter threshold
energies 4.43 MeV, V is the soil space, which is semi-infinite in
all directions, and V’ is the space occupied by the detectors. The
simulation is limited to a parallelepiped volume of 250 cm by
200 cm and 50 cm deep. Inherent lateral homogeneity is assumed
in this model. Thus, the number of counts in the carbon peak,
which is proportional to R, depends on the depth distributions of
the various components in the equation;

® y.(xyzE,) (njcm?) is the calculated neutron-flux depth dis-
tribution that decreases with depth.

® (E) (cm?) is the inelastic neutron scatter cross-section that is
only dependent on the neutron energy.

® C(xyz) (gC/cm?), the carbon-depth profile usually decreases
with depth, although it may assume different distributions.

® ,(xy.z) (g/cm?), the soil's bulk density increases with depth.

® Q(x,y,z) (fraction), the solid angle subtended by the detectors
from the emission point of the gamma-rays in the soil.

® At(E,x,yz) (fraction), the attenuation of gamma-rays on their
way to the detector, increases with depth.

® Det(E,x'y’,z’) (photopeak counts) is the detector response
function. It is used to calculate the energy deposition in a
detector and allocation in a spectrum.

The MC method enables very accurate modeling of arbitrarily
complex systems thus replacing complicated experiments or
enabling numeric simulation of ones that cannot be performed
at all. There are several well established MC codes in use, for
example PHOTON and EGS [11,12]; the one used in the present
work is MCNP Version 5 [5,6]. This is a very robust extensively
used code for particle transport in soil, for example it was used to
model the measurement of chlorine with prompt gamma-ray
neutron activation analysis, for assessing the sensitivity of neu-
tron- and gamma-fluxes in soils saturated with fresh water, salty
water, oil and others [13].

In this work we present several experiments and simulations
that were performed to benchmark a MCNP5 model of the INS
system. The benchmarks concentrate on different parts of the
model. The benchmarking is considered satisfactory when an
agreement between experiments and simulations is achieved
within 10% [14].

2.3. Cu foil activation

A neutron flux foil experiment was performed to benchmark
the MCNP5 modeling of the neutron transport of the system;
comparing the measured neutron generator flux at several stand-
off locations to simulations. Fast, 14 MeV, neutron generators
outputs are frequently monitored using the Texas Convention
Technique [15,16]. Accordingly, Cu foils with known weights are
irradiated at known location from the neutron generator focal
point and the induced activity at 511 keV is counted using Nal
detectors. The reaction involved is that of ®*Cu (n,2n) %>Cu in
which the daughter decays by positron emission with a half-life of
9.9 min. The cross-section for this reaction is ~500 mili-barns and
with a threshold energy of 11.3 MeV provides a good measure of
the un-collided fast neutron flux.

The radiation induced activity AN in a Cu foil is given in Eq. (2),

AN = opNr(1—e*Ti) )

in which: 1 is the decay time constant of ®2Cu (1/s), N is the
number of radioactive atoms, ¢ is the cross-section for the (n,2n)
reaction, ¢ is the neutron flux at the location of the foil, Ny is the
total number of ®3Cu atoms (natural abundance is 69.17%) in the
target and T; is the irradiation time. The number of counts C in a
counter resulting from Cu foil activity is given in Eq. (3),

C=kopNr(1—e *Tiye=Ta(1—e="Tc)=K¢p 3)

where k is a proportionality constant, involving for example; total
counter efficiency, Cu foil decay modes etc. and K combines all the
constant terms; Ty is the time between the end of the irradiation
and the beginning of the counting and T, is the counting time.
Thus, based on the fast neutron flux, ¢, at the Cu foil in Eq. (3),
we can derive the fast neutron flux at the source, i.e., the focal
point in the neutron generator, ¢o, as the flux at the Cu foil is
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Fig. 2. The approximate placement of the four copper flux foils, not to scale.

corrected by the distance r from the foil,
9o = (C/K)4ar? G

Following an irradiation time of 3600 s, a decay time of 30s;
while foils were transferred to a well-type Nal detector, the foils
were counted for 600 s. The copper foils were 99.9% pure, 0.1 cm
thick, 2 cm in diameter and each weighted 3.29 g. The experimen-
tally determined fluxes were compared to volumetric neutron
path length tallies, e.g. flux, F4, by MCNP5.

Four experiments were performed with the copper foils placed at
various locations; (1) on top of the soil 34 cm along the NG target
line (line from the NG target perpendicular to the soil), (2) on top of
the soil 7.5 cm away from the target line, (3) 13 cm below the soil
top and 7.5 cm away from the target line, and (4) 18 cm below the
soil top and 13 cm away from the target line. These locations are
marked in Fig. 2 as position a, b, ¢, and d, respectively.

2.4. INS system calibration

Calibration of the INS systems was carried out using a 1500 kg
batch of clean silica and a batch of silica homogeneously mixed with
10% by weight (150 kg) carbon. The latter was subsequently diluted
by a factor of two twice. These synthetic soils were placed in a wooden
box that rested on the ground with dimensions 1.52e6 x 1.22e6
x 4.6e6 cm® and measured four times at each concentration; the soil
bulk density was determined to be about 1400 kg m~3 (1.4 gcm—3).
The MCNP5 calculated number of carbon 4.43 MeV gamma-rays
intercepting the detectors, calculated using an F4:p tally with energy
windows, was compared with the measured carbon peak intensities.
Based on observations and calculations, and due to the volume and
size of the box, we believe that the surrounding materials did not
contribute anything measurable.

2.5. INS response versus height

The NG and the detectors are mounted on a cart, the height of
which is optimized to maximize the counting yield. Increasing the
height reduces the signal due to increase in the inverse distance
squared. On the other hand, increase in the height increases the
footprint from which the signal is collected. MCNP5 simulated
gamma-ray yields for silicon at 1.78 MeV, carbon at 4.43 and oxygen
at 6.13 MeV were compared with experimentally determined net
peak areas in measured spectra. To accommodate the increased
height the simulated volume was increased to 800 cm by 800 cm by
60 cm deep. Key soil parameters: composition, moisture and density
remained the same throughout all the calculations with the excep-
tion of the dimensions of the soil volume which was increased to
800 cm by 800 cm by 60 cm deep.

2.6. Detector’s pulse height distribution

The benchmarking of the detector pulse height distribution with
MCNP5 is a more complicated matter than the benchmarking of the
gamma and neutron transport. The pulse height of a detector is
affected by many factors, including but not limited to, crystal size,
efficiency, and electronics, which all have to be taken into account in
the model. The final benchmarking of the MCNP5 code was
performed by comparing a simulated pulse height distribution from
a detector, using pulse height (F8) tallies with measured gamma-ray
spectra. The measured spectra included a background spectrum and
two spectra using *’Cs and ©°Co calibration sources.

3. Results
3.1. Cu foil activation

The activities of the Cu foils counted in a well-type Nal(Tl)
scintillation detector were converted using Eq. (3) to neutron fluxes
(ncm~2s ") and, subsequently, using Eq. (4) to NG outputs (ns~").
The NG output determined from the experimental flux at position “a”
was taken as the reference output of the NG and all subsequent
simulations are multiplied by the NG output to convert the flux in
n cm~ 2 (source particle) ! to n cm~2 s~ . The key parameters for the
n,2n reactions and timing conditions used in these experiments are
summarized in Table 1. The last three rows in Table 1 are the results
for a Cu foil activation in position a. These include the net number of
counts in an activated foil; the n-flux at the foil position, using Eq. (3);
and the NG output, calculated using Eq. (4). The experimental results
and MCNP5 calculations of the neutron fluxes at the positions of the
Cu foils are summarized in Table 2. The discrepancies of up to 10%
between experimentally determined and calculated neutron fluxes
may be attributable to the errors in positioning of the Cu foil, modeling
of the soil, and shielding materials.

3.2. INS system calibration

System calibration was benchmarked by comparing the carbon
mean gamma-ray flux intercepting the detection volume with the
carbon peak net area in the measured spectra. These results are
summarized in Table 3 in which column 2 contains the calculated
gamma-ray flux for the carbon region of interest (ROI) centered
around 4.43 MeV intercepting the detection volume. In column 3,
the net gamma-ray flux, is given by subtracting the background
flux due to zero concentration of carbon. In column 4 the net
results are normalized to the experimental value with the highest
carbon concentration of 0.14gCcm~3, ie., all net results are

Table 1
Basic parameters of the Cu foil and experimental counting setup for Cu foil in
position ‘a’.

Gamma ray energy of %3Cu(n,2n)%2Cu (keV) 511
Half-live (s) 594

Cu foil mass(g) 3.29

Cu number of atoms 3.12 10%
n,2n cross-section (barns) 0.48

511 keV gammas/disintegration 0.972
Counting efficiency at 511 keV 011
Source target distance (cm) 33.97
Irradiation time (s) 3600
Transfer time (s) 30
Counting time (s) 600

Cu foil counts 712 (+103)
n-Flux at foil (ncm~2s~ 1) 1084.2

NG output (ns™ ') 1.57 107
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Table 2

Comparison of the neutron fluxes measured by Cu foils and calculated by MCNP5 at
the foil level.The calculated neutron fluxes are above reaction threshold energy of
11.3 MeV. Note: MCNP5 errors less than 1%.

n-Flux at the foil level (ncm 25 1)

Position Cu Foil MCNP5 Diff(%)
a 1084 + 152 1151 5.82
b 1020 + 122 1078 5.39
c 376 + 130 387 2.81
d 294 + 87 269 9.26
Table 3
Results from the calibration experiment performed.
Carbon Gamma-ray flux per source neutron Experimental
concentration
(g€ cm—3) Total Net Normalized Net carbon
4.43 MeV 4.43 MeV net C counts counts
gammas gammas
0.0000 5.60x10~%  0.00 x 10° 1} 0
0.0375 8.03x10°% 243x10°% 2466 1976
0.0500 9.08x10° % 348x10~% 3530 -
0.0700 1.03x10-7 475x10°% 4813 4252
0.1400 149x10-7 9.28x10~% 9408 9408
10000
a
Yeorr = 67847(4112)*C, - 339(333)
8000 -
)
c
S
S 6000 [
k-]
3
>
S 4000
2
]
(8]
| O Calculation MCNP
2000 A Experimental
—— Regression to Exp.
0 L L L L
0.00 0.03 0.06 0.09 0.12 0.15

Carbon Concentration, C, (g Clem?®)

Fig. 3. Normalized MCNP5 calculations of the carbon yield overlaid with experi-
mental results and regression line to the experimental results. Y. in the linear
regression fit indicates the carbon yield.

multiplied by 1.014 x 10" (9408/9.28 x 10~8). The results in
Table 3 are plotted in Fig. 3. A line was fit to the experimental
results with a linear regression fit. The MCNP5 calculations are
systematically higher than experimental data when normalized at
the highest point. The increasing discrepancy, up to 25%, suggests
that either in the calculations or in experiments interference with
the carbon peak is being overlooked. However, previously con-
siderable work was done in measuring and correcting for inter-
ferences in the carbon peak [10]. These corrections were applied to
the measurements presented here, therefore implying that either
more work needs to be done to further understand the interfer-
ences in the carbon peak, or that higher fidelity modeling is
necessary in follow on work.

3.3. Height optimization

The counting yields in the silicon, carbon, and oxygen peaks
depending on the height of the system above the ground were

6.0e5
—e— S| -Exp.
o —¥— C-Exp.
5.0e5 o o —m— O -Exp.
_______ -~ Si - MCNP
T — - C-MCNP
- ’ --(F- 0 -MCNP
. 4.0e5f &
b
=
=
o
L 3.0e5[
k=]
2
=
2.0e5
1.0e5
. . - v :
0.0e00 10 20 30 40 50 60

Height Above the Ground (cm)

Fig. 4. MCNP5 predicted net number of counts in the peaks of carbon silicon and
oxygen as a function of a distance of the INS system above the ground.

Table 4
Polynomials fitted to the height curves and the derived maxima.

Coefficient X2 X Constant Xmax (cm)
Si-Exp —180.8 12,606 91,542 35
Si-MCNP5 —4e-9 2e-7 4e-6 25
0-Exp ~37 5276 61,248 31
0-MCNP5 —4e-9 2e-7 4e-6 25
C-Exp —-223 1449 15,924 32
C-MCNP5 1e-9 6e-8 2e-6 30

10°%
b Background; 12 hr

10%

4
10 E Th

2.67 MeV

Yield (counts)

10°

Peak-free Region

102 " I " L " I H
0 250 500 750 1000

Chanel Number

Fig. 5. Background spectrum counted for 12 h. Labeled on the plot are the K-40 and
Th lines and peak-free region used for normalization.

simulated using MCNP5 and checked with field experiments. Since
the exact elemental composition and distributions in the field are
unknown the results cannot be compared directly. For example in
MCNP5 simulations, oxygen has the most counts, whereas in the
field experiment silicon has the most counts. MCNP5 simulations
were normalized to field experiments by the ratio of the experi-
mental to simulation's net peak areas at the maximum response
height of each element. The maximum response height was
calculated by fitting a second degree polynomial to the net peak
areas from silicon, oxygen, and carbon, setting the derivative of
each polynomial equal to zero and solving for x. The polynomial
fits are shown in Fig. 4. The optimal heights derived from the fitted
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Table 5

The net peak areas and the standard deviation (SD) of the *’Cs and %°Co peaks from experimental and MCNP5 simulated spectra. MCNP5 errors are from the statistical

uncertainties of the resuls.

Detector 1 area (counts)

Detector 2 area (counts)

Detector 3 area (counts) Sum area (counts)

Peak Exp MCNP5 Exp MCNP5 Exp MCNP5 Exp MCNP5

137Cs (662 keV)( + SD) 92,043(389) 100,141(402) 266,668(615) 338,028(673) 111,667(427) 110,662(423) 497,654(882) 577,480(930)
80Co (1173 keV) ( + SD) 9387(154) 10,417(162) 25,738(231) 33,344(254) 10,855(173) 11,578(169) 46,164(332) 52,157(364)
50Co (1332 keV) ( + SD) 9288(134) 9526(139) 24,656(209) 30,512(219) 11,207(153) 10,568(145) 48,283(311) 43,664(320)

Yield (counts)

Experiment
—— MCNP

1

0 90 180 270 360
Chanel Number

10!

Fig. 6. Overlay of a simulated and a measured '*’Cs/®*Co spectrum.

second degree polynomials together with the polynomials' coeffi-
cients are summarized in Table 4. The results agree within 5 cm.
The lack of overlap of MCNP5 results with the experiments for Si
peak is being investigated.

3.4. Cs and Co pulse height distributions

To simulate pulse height distributions (PHD) two calibrated
point sources; a 26300 Bq *’Cs (661 keV) and 3220 Bq, ®°Co (1173,
1332 keV), were used. The sources were placed 4 cm under each
detector, one detector at a time. To simulate 10 min of counting
time required 1.58 x 107 and 1.93 x 10° source particles for Cs and
Co, respectively. The simulations were carried out using 0.85
branching ratio (gamma-rays per disintegration) for Cs source
and Co/Cs intensity ratio of 0.144. Combined '*’Cs/%°Co spectra
and background spectra were acquired separately. The energy
broadening of the peaks, required when simulating PHDs were
determined from the full width half maxima (FWHM) of the
measured peaks [17]; these are required as input parameters for
a built in Gaussian energy broadening function in the MCNP5
code. The FWHM as a function of the square root of the energy is
expressed as 0.1947+/E-0.1014. The 7Cs/%°Co sources and the
detectors' FWHM were modeled in MCNP5.

The '7Cs/%°Co spectra were collected for 10 min while the
background was collected for 12 h, Fig. 5. Due to the difficulty to
simulate the background it was subtracted from the measured
137Cs/%9Co spectrum. The ratio of the regions free of peaks at the
end of the spectra was used as a normalization factor prior to
background subtraction, Fig. 5. The net peak areas in the simulated
and measured spectra are summarized in Table 5. The *’Cs and
809Co sources were placed directly below detector 2 (the middle
one) therefore the net counts of detectors 1 and 3 are lower than
that of detector 2. The spectra were measured and simulated
individually for each detector used in the system. The sums of the

three spectra and simulation of the combined system is given in
Fig. 6. The net peak areas of the simulated and measured
137C5/%0Co pulse height distributions agreed within 8%, 20%, 6%,
and 13%, for the three detectors and their sum, respectively.

4. Conclusions

The benchmarks we presented demonstrate the model's ability
to represent the system. The model calculations for the Cu foil
experiments agreed with the neutron transport flux calculations in
soil at four different points within 6-9%. The imprecise locations of
the Cu foils contributed to the error in modeling the geometry by
MCNP5. The larger discrepancies between the fluxes in positions
“c” and “d” are due to lower activations of the foils at these
positions. The calculated slope of the calibration line agreed,
within 1%, with that derived experimentally.

For Cs and Co PHDs, the increased error in the second (middle)
detector may be attributable to a possible error in positioning of
the source because of its proximity to the detector. The error in the
sum of the spectra was affected by the error in the second
detector. The model systematically underestimates the spectra at
the low, <200 keV, energy region of the Compton continuum. We
suspect that the discrepancy arises from additional photon scat-
terings in the experimental data due to extra scatterings in
materials not included in the model. Another source of error is
the uncertainty of the Monte Carlo simulations of low-energy
electrons [18].

The height optimization experiments demonstrate that the
model, in a relative sense, produces similar maximum net peak
areas as the experimental ones. The O experimental and MCNP5
curves of yield versus height had a similar shape and magnitude.
The same was true, to a slightly lesser extent for C. However, there
was substantial disagreement between MCNP5 and experimental
curves for Si. Overall, the presented benchmarking achieved the
desired agreement within 10% of the measured parameters except
for the area in the central detector when simulating the pulse
height distributions.
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